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Laser Transducer Systems for 
High-Accuracy Machine Positioning 



These reliable, modular systems consist of an HP two- 
frequency laser head and interferometric optics designed 
for permanent installation on a machine tool or measuring 
machine, and a selection of interface electronics to couple 
the laser to a computer, calculator, or numerical controller. 

by Andre F. Rude and Michael J. Ward 



SHARPENING THE EDGE OF PRODUCTIVITY is 
the endless task of the manufacturing industry. 
Today, the principal means to this end are flexible, 
technology-rich machines, designed to operate re- 
liably on a continuous basis, automatically monitor- 
ing and adjusting themselves. 

Accurate position determination is essential to 
such machines. Constantly striving for more accur- 
acy, many builders and users of machine tools are 
now using laser interferometers as position trans- 
ducers, permanently installed on their machines. 
Computer disc drive manufacturers are beginning to 
do likewise. A pioneer in the use of laser position 
feedback is the integrated circuit equipment indus- 
try, which has used laser interferometers for many 
years in step-and-repeat cameras, IC mask generators, 
and mask measuring machines. 

Hewlett-Packard's Model 5501A Laser Transducer 
is designed for this type of service. As the basis of a 
linear displacement measuring system, the laser 
transducer delivers the advantages of interferometry 
at a cost comparable to that of conventional devices. 
With a single laser source, up to six axes of motion 
may be monitored. A new remote receiver eliminates 
the need to return the laser beam to the laser source. 
An expanded choice of output electronics provides 
for feedback control by computers, calculators, 
or other controllers, or for digital display, or both. 
Although the laser transducer is designed for orig- 
inal equipment manufacturers, simple installation 
techniques make it suitable for retrofit by end users 
as well. 

Advantages of the Laser Transducer 

The laser transducer offers several advantages 
over conventional position transducers, including 
inductive scales, linear encoders, and linear-to-rotary 
motion encoders such as rack and pinion, roller on 



a way, or metallic tape on a drum. 

Accurate within 0.5 part per million, the laser is a 
linear standard, bringing to the factory a degree of 
accuracy that formerly could be obtained only in the 
standards laboratory. It permits positioning of ma- 
chine tool elements by numerical control at least an 
order of magnitude more accurately than other trans- 
ducers. New and old machines alike can benefit, but 
the improvement factor may be even greater on an old 
machine with a worn lead screw. Periodic calibration 
is not needed; the laser retains its accuracy because its 
wavelength is locked to an atomic transition in neon 
and to the velocity of light. 
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Another advantage of the laser is good linearity- 
better than 0.5 X 10 ~ 7 , much better than metallic tape, 
a linear scale, or a precision lead screw. Resolution is 
also superior. The basic resolution of 0.16 micrometre 
can be exlended electronically to 0.016 micrometre. 

The laser transducer is not limited to linear mea- 
surements. Using available optical options, it can 
monitor straightness, yaw, pitch, or other parameters 
of machine geometry. Long travel — up to 60 metres 
(total of all axes) — can be handled. 

The laser transducer is easy to install and easier to 
align than glass or inductive scales or lead screws. 
Little maintenance is required because the laser and 
optics are not subject to wear. Reliability and service- 
ability are enhanced by diagnostic circuits built into 
the system electronics. 

Remote interferometric design makes it possible to 
keep the laser source, which generates a small 



amount of heat, well away from the axes of motion 
and other thermally sensitive areas. A wide selection 
of optical components provides the versatility needed 
for optimum configuration of a new machine or easy 
retrofit of an old one. 

The main disadvantage of the laser transducer is 
that, like inductive scales, it requires considerable 
electronics and signal conditioning. Also, to obtain 
maximum accuracy it is necessary to compensate 
for very slight changes in the wavelength of the laser 
light caused by changes in the index of refraction of 
air because of variations in temperature, pressure, 
and humidity. Compensation is an added cost. How- 
ever, the compensator can also be used to apply scale 
factors and reduce known systematic errors. 

Configuring a Laser Transducer System 

The configuration of an HP laser transducer system 
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Fig. 1. A typical Model 5501A 
Laser Transducer System in- 
stalled on a three-axis coordinate 
measuring machine. A single laser 
source serves all three axes. 



3 



© Copr. 1949-1998 Hewlett-Packard Co. 



is different for different machines. However, all con- 
figurations require five choices: 

■ A two-frequency laser source and associated 
circuits 

■ Accessories for each axis of measurement (up to 
six axes) 

■ Optics to direct the laser beam to the measurement 
axes 

■ Output electronic format and options 

■ Cables and power supplies. 

Fig. l shows a typical installation on a measuring 
machine. 

The Laser Head 

The source of the laser light for the 5501A Laser 
Transducer System is a laser head that uses the same 
laser tube as the HP 5526A Laser Measurement 
System. 14 Fig. 2 is the laser head block diagram. The 
laser package has been redesigned to reduce its cost 
and make it more convenient for OEM applications, 
and it now meets NEMA-12 standards for industrial 
packages. 

The laser tube has the advantages of very long life- 
time, instant-on service, and automatic tuning. It is 
a two-frequency laser source; that is, the laser beam 
contains two components at slightly different fre- 
quencies, polarized at right angles lo each other. The 
frequency split is about 2xio 6 Hz, compared to the 
laser frequency of some 10 14 Hz, and is produced by 
an axial magnetic field which causes Zeeman split- 
ting in the energy levels of the laser medium (helium- 
neon gas). 1 

The laser system measures displacements by look- 
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Fig. 2. The laser source has the same long-liletime, mstant- 
on, two-lrequency laser lube thai has been used lor many 
years in HP's Laser Measurement System. 



ing at the Doppler shift induced by the motion of the 
displacements. Both frequencies of laser light come 
from the laser head to the interferometer, where they 
are separated optically. One of the two frequency com- 
ponents is directed to the object whose motion is being 
measured. There it is reflected by a mirror or retroreflec- 
tor (cube-corner) and returned to the interferometer. 
The effect of the motion is to cause a Doppler shift in 
the frequency of the reflected component. The two 
laser light components now differ in frequency by 
the original frequency split plus or minus the Dop- 
pler frequency shift. By integrating the total positive 
and negative excursions in the difference frequency, 
the system can find the net displacement in wave- 
lengths of laser light. 

The primary advantage of the two-frequency "ac" 
measurement system is its much greater usable dy- 
namic range, compared to older, single-frequency 
"dc" laser interferometer systems. For example, in 
the laser transducer system, the nominal output 
power is 120 microwatts, but the power returned to 
the laser receiver can be as low as four microwatts 
and the laser will continue to operate the system. The 
5501A Laser Transducer system takes advantage of 
this wide dynamic range by moving the receiver from 
inside the laser head, where space considerations 
would limit the number of receivers, to the outside 
world. As a result, a single laser head can drive up to 
six linear measurement axes; this can cut the cost per 
axis significantly. Furthermore, the remote receivers 
can be mounted wherever most convenient; the laser 
light need not be returned to the laser head. 

The laser head provides TTL-logic-level diagnos- 
tic signals that indicate the status of its auto-tune cir- 
cuit and supply voltages to the system controller. 
Eight rear-panel light-emitting diodes give the same 
information in visible form. A retune pushbutton 
provides for manual tuning whenever the laser ex- 
ceeds its auto-tune range. The same function can also 
be commanded by an external controller. 

Measurement-Axis Accessories 

Three accessories are required on each measure- 
ment axis: an interferometer, a retroreflector or 
mirror, and a 10780A Receiver. 

Three types of interferometers and reflectors are 
available. The standard combination is the 10702A 
Linear Interferometer with the 10703A Retroreflec- 
tor. When space for optics and beam paths is limited, 
the 10705A Single-Beam Interferometer may be ad- 
vantageous; its reflector can be either a flat reflective 
surface or the 10704 A Retroreflector. Twice the reso- 
lution of these interferometers is provided by the 
10706A Plane-Mirror Interferometer; it is designed 
to be used with a high-quality plane mirror reflector. 

The 10780A Receiver converts the Doppler-shifted 
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laser light into electrical signals that can be pro- 
cessed by the rest of the laser system. The receiver 
contains a photodetector, an amplifier and level 
translator, a line driver, a level sensor, and local volt- 
age regulators. Fig. 3 is its block diagram. 

A lens on the front end of the receiver focuses the 
laser light onto the active chip of a silicon PIN photo- 
diode. Between the lens and the diode is a small 
piece of polarizing material oriented at 45 degrees to 
the horizontal and vertical axes of the receiver. When 
the receiver is mounted properly — vertical axis paral- 
lel or perpendicular to the axes of the laser head — the 
polarizer passes one-half the incident power from 
each of the two incoming orthogonally polarized 
components of the received laser beam. The result- 
ing power on the photodiode chip is an amplitude- 
modulated sine wave; its frequency is the Doppler- 
shifted split frequency, and its amplitude is propor- 
tional to the product of the incident powers of the 
two orthogonal components. The photodiode gener- 
ates an ac current, which is converted to an ac vol- 
tage at a frequency of 100 kHz to 5 MHz. 

The detected signal voltage goes through a stage of 
impedance transformation, two stages of voltage 
gain, and a stage of level translation. The result, a 
TTL-level signal, goes to a TTL differential line 
driver, which is ac-coupled to the rest of the 5501A 
system by a shielded twisted-pair cable. The output 
of the line driver is a differential square wave at the 
Doppler-shifted split frequency. 

The level sensor disables the line driver unless the 
incident laser power is four microwatts or more. 

The receiver enclosure is designed to meet NEMA- 
12 standards for industrial packages. The receiver is 



Fig. 3. 10780A Receivers, one for 
each measurement axis, convert 
the received laser light to elec- 
trical signals. Laser head and 
receiver enclosures meet NEMA-12 
standards lor industrial packages . 

mounted by its two aluminum end caps, which are 
tapped for machine screws. Four plastic spacers 
(part of the end caps) separate the receiver case from 
its mounting plate and allow full air circulation 
around the receiver to carry away the heat it gener- 
ates (nominally two watts). By using Nylon mounting 
screws, the entire receiver can be electrically isolated 
from its mounting plate: this allows ground loops to 
be broken, which can be important when there are 
large electrical transients in the dc power lines or 
large ac ground currents running through a machine. 

Beam-Directing Optics 

The 10707A Beam Bender and the 10700A and 
10701A 33% and 50% Beam Splitters are designed to 
"pipe" a portion of the laser beam to each measure- 
ment axis. To avoid beam attenuation, the beam split- 
ters must be oriented so the reflected beam forms a 
right angle with the transmitted beam and the two 
beams are coplanar with one of the polarization vec- 
tors of the input beam. Other considerations, and the 
method of calculating path loss to make certain that 
each axis has sufficient beam power, are given in the 
Appendix. 

Output Formats 

Many different output formats are available to 
adapt the laser transducer system to specific applica- 
tions. Detailed information on all the output elec- 
tronics options for the 5501A laser Transducer is 
presented in the article beginning on page 7. 
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APPENDIX 

Some Things to Keep in Mind When 
Configuring a Laser System 

Multi-axis systems must be designed with sufficient safety margin in the power re- 
ceived by the 10780A Receiver Computation ol beam path loss is straightlorward 
(see example). The mlnumum output power of the laser head is 1 20 microwatts: most 
exceed this figure. Each laser is measured lor oulpul at the factory. The output power 
is relatively constant over the usable rile of the tube and tends to drop off slightly 
toward the end. The minimum necessary power at the receiver is four microwatts For 
a three-axis system, then, the power safely margin would be 40 4,,Woi 10:1. 

Things are not quite so simple in the real world, however 33°. beam-splitters are 
not actually 33% but more on the order of 33% -5%. Boam-benders with dielectnc 
coatings can reflect 99% of the light, these are the kind HP provides Some beam- 
benders are only 80-95% reflective, and using more than one causes Ihe losses lo 
multiply. Cube-corners are typically 80% to 90% reflective Dirt on the optics re- 
duces Ihe amount ol light at the receiver. Pooi alignment of the optics or the receiver 
reduces Ihe amount of light detected by the receiver pnotodiode. This specifically 
includes misalignment of Ihe optics causing the position of the beam at the receiver to 
wander as the object being measured runs down its travel. Fluctuations of the refrac- 
tive index of air in the path of the interfering beams, winch can bo caused by local 
lemperature differences, cause the laser beam to lose some ol its coherence and 
may break it for an instant This will cause an error in (he counter part ol the system, 
and will shut the system down. The smaller Ihe received signal safety margin, the 
more likely the lluctualions will be lo break the beam. These fluctuations should nol 
be contused with air flow, which does nol affect accuracy and repeatability In fad it Is 
desirable lo have some air circulation lo help eliminate gradients in the refractive index 
of air. 

Some of the modules derive their supply voltages Irom other modules, and the vol- 
tage drops m the connecting cables limit iho total length ot individual cables The 
five-volt dc supply lor the 10740A Coupler must be remote sensed al the backplane 
Other modules have specific maximum cable lengths defined lor specific supply 
voltage ranges as measured al the source ends ol the cables. 



Calculating Path Loss 

One thing thai must be kept in mind when calculating the path loss in an axis of Ihe 
laser beam is that the optics split Ihe two frequency components ol the laser beam into 
two separate paths for each axis and the losses are normally computed separately lor 
each of the two components. Since the laser beam is detected by a mixing process 
and the result is proportional to Ihe product of the powers ol the two trequencies. the 
loss bookkeeping can be handled by calculating an attenuation factor for Ihe path. 
The overall attenuation factor is then Ihe product ol all the individual attenuation lac- 
tors. 

The minimum power at the receiver must be lour microwatts, and the guaranteed 
minimum power out ol the laser is 120 microwatts, so Ihe maximum allowable attenua- 
tion factor is |4/120|' - 0.0011. Some typical attenuation factors tor transducer opti- 
cal modules are as follows (these are worst-case numbers, which must be used lor 



loss computation): 

10700A 33% Beam Splitter 33% side 0 08 

10700A 33% Beam Splitter 67% side 0.38 

10701A 50% Beam Spinier each side o.!9 

10702A Linear Interferometer i 00 

10703 A Retrorefleclor 0 80 

1 0704 A Retrorelleclor o 80 

10705A Single-Beam Interferometer 0.85 

t0707A Beam Bender i go 



As an example, consider a typical installation with three axes. Assume linear inter- 
ferometers on each axis, good optical alignment, and comparable path lengths (so the 
relative effect ot air turbulence may be lefi out of this quick calculation). Assume 
lhal Ihe three axes have Ihe tollowing components 
Axis A: 10700A (33%). 10707A. 10702A. 10703A(2) 
B I0700A (67%), 10701A. 10702A. 10703A (2) 
C 10700A (67%), 10701A. 10707A (2), 10702A. 10703A (2) 
The attenuation factors are, lor each axis: 
Axis A (.08) (1.00) (.80) (.80) - 0.0512 
B (.38) (.19) ( 80) ( 80) = 0 0462 
C: (.38) (.19) (1.00) (1 00) (.80) ( 80) - 0.0462 
Here, B and C are worst case (net product is smallest) but still have an attenuation 
factor 42 times greater than 0.001 1 . This Is to say. these axes can oporate with an 
additional attenuation factor caused by dirt, misalignment, air turbulence, 
etc. ol up to 1'42 ■ 0 024. 



SPECIFICATIONS 

HP Model 5501A Laser Transducer System 

RESOLUTION: 6 microinches (0.16 micrometres) or 3 micromches (0 08 micio- 
melres) using plane mirror interferometer 
NOTE: Increased resolution available via resolution extension. 
ACCURACY: = 0.5 pads per million 

RANGE: Up to 200 feet (130 metres) depending on conditions (sum of axes for 

multi-axis configurations) 
NUMBER OF AXES: Up to 6 depending on system configuration and environmental 

conditions. 

MAXIMUM ALLOWABLE LASER BEAM LATERAL OFFSET: • 0 2 inch ( - 5 mm) 
An interterometer or retroreflector may be offset by a maximum ot - 0. 1 inch 
U2.5 mm) since the reflected beam is displaced by twice the retroreflector 
displacement 

MAXIMUM ALLOWABLE VELOCITY: 720 inches/mm (18.3 metres mm) 

360 inches 'min (9 14 metres'min) using plane mirror interferometer. 
ENVIRONMENTAL 

NON-OPERATING 40/ F to -16rF (-40C to 75 r C) 0% to 95% relative 
humidity. 

OPERATING 3?F lo 130 F (0'C lo 55 C) 0% lo 95% relative 
humidity. 

EXTREME TESTS : All system modules have been tested to withstand the lollowing 
extreme conditions: 
Vibration: 10 lo 55 Hz at 0.010 Inch (0 25 mm) peak-to-peak excursion 

on all three orthogonal axes 
Shock: 30 g tor 1 1 milliseconds. 

Electromagnetic Compalability (EMC) MIL-I-6181D for inter- 
ference, susceptibility, magnetic conditions 
Power Excursions: 10 microsecond spikes of 100 volts positioned Irom 0' 
lo 360* ol power Nne phase 
PRICE IN U.S.A.: Typical 3-axis system, S4000 to S7000 per axis, depending 

on configuration. OEM discounts available. 
MANUFACTURING DIVISION: SANTA CLARA DIVISION 

5301 Stevens Creek Boulevard 
Santa Clara, California 95050 U.S.A 
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Electronics for the Laser Transducer 



The emphasis is on flexibility and completeness, making 
the system adaptable to virtually any combination of 
controller and machine. 

by William E. Olson and Robert B. Smith 



OUTPUT ELECTRONICS for the 5501 A Laser 
Transducer System are available in a variety of 
forms. General-purpose interface electronics include 
a universal binary interface for virtually any digital 
processor or controller, a calculator interface based 
on Ihe Hewlett-Packard Interface Bus (HP-IB) and HP 
programmable calculators, and a universal English/ 
metric pulse output for most numerical controllers. 
A special low-cost interface for HP 2100 and 21MX 
Computers, and a very basic quarter-wave pulse out- 
put are also available. Other electronic modules 
provide for manual or automatic velocity-of-light 
compensation and for the special needs of some 
closed-loop systems. 

Coupler Houses General-Purpose Electronics 

Fig. 1 shows all of the presently available general- 
purpose electronic modules for the laser transducer 
system. The modular approach allows the user to 
choose only the building blocks he needs to config- 
ure a system to solve his particular problem. 

Basic to the understanding of any system that 
might be built using the blocks shown in Fig. 1 is an 
understanding of the architecture of the one unit that 
is always present, the 10740A Coupler. The coupler 
is an enclosure that functions as a protective housing 
for the working modules. Electrical interconnection 
of the modules is furnished by the coupler's printed 
circuit backplane, which carries the 8fi-pin connec- 
tors into which the modules are inserted. The cou- 
pler has no internal power supplies, but supplies 
power to the modules from external power supplies 
connected to a barrier strip on its rear panel. Three dc 
voltages are required: +5V, +15V, and -15V. 

Numerical data is transferred between cards over a 
28-bit parallel data bus on the coupler backplane. 
Binary coding is used. A four-bit-wide bus carries 
decimal point position information, and another 



four-bit bus carries error flags that indicate the exis- 
tence of conditions that might make the data invalid. 
Associated with the data, decimal point, and error 
flag lines is a status line called Binary Data Valid 

(BDAVJ. 

Instructions are sent from card to card over an 
eight-bit-wide instruction bus and two status lines 
called Instruction Valid (TNSV) and Operation Com- 
plete (OHC). Instructions consist of two parts: a four- 
bit alpha address and a four-bit numeric command. 
Each card in the system has its own hardwired ad- 
dress, fixed in some cases and selectable by means of 
jumpers or switches in others. The modules and their 
addresses are: 

Module Address 
10745A HP-IB Interface O 
10746A Binary I/O p 
10755A Compensation Interface V 
10760A General-Purpose Counter X.Y.Z.A.B. or C 
10761A Multiplier M 
10762A Comparator X,Y,Z,A,B, or C 

10763A English/Metric X.Y.Z.A.B, or C 

Pulse Output 

In general, a particular numeric command always 
has the same meaning. However, different modules 
respond differently to the same command. An impor- 
tant concept here is that of implied talkers and lis- 
teners. 

One way to handle communications in a bus- 
oriented system is to address one module as talker 
and one or more modules as listeners. This requires 
two modes of operation, one for addressing and one 
for data transfer. In a very general system serving 
as the interface for many different types of units, 
some of which have not yet been conceived, this very 
formal organization is mandatory. In the laser trans- 



7 



© Copr. 1949-1998 Hewlett-Packard Co. 



Binary Data 
Decimal Point 
Error Flags 
System Null 
System Reset 
X-Mode 
Instruction Valid 
Operation Complete 
Binary Data Valid 
Instruction 
Sync Sample 



+ 15 Volts 
-15 Volts 
:15 Return 
+5 Volts 
+5 Retur 



107B3A Display 
and/of Olher 
HP-IB Units 




10745A 
HP-IB 
Interlace 



HP-IB Compatible 
System Controller 
e.g.. 9800 Series 
Calculator or 
User-Buill Unll 



Binary System 

Controller 
e.g.. HP 21 MX 
Computer. 9800 
Series Calculator. 
User-Delined 
Controller 



10756A Manual 
Compensator 



User-Defined 
Display and/or 
Controller 



Fig. 1. Model 10740A Coupler serves as a housing and communications facility lor the other 
electronic modules of the 5501 A Laser Transducer System. The user selects the building blocks 
needed to configure a system to solve his problem. 



ducer system, however, it is possible to make some 
agreements and speed up the system. 

For example, we can make the instruction lines 
separate from the data lines and agree that all mod- 
ules will continuously monitor the instruction 
lines, looking for and reacting to only those instruc- 
tions that concern them and ignoring those that do 
not. This means that a particular instruction will 
have any of several meanings, depending upon a par- 
ticular card's point of view. 

As an example, consider the instruction "2X". The 
address portion is "X", which could designate an X- 
axis counter card in the system. From the point of 
view of the X-axis counter the instruction "2X" 
means that it should enable its data output buffers, 
its decimal point position code drivers, and its error 
flag drivers to the 10740A backplane and set the Bi- 
nary Data Valid line true. To a 10745A HP-IB Interface 
card it means load this information into your data 
register, decimal point code register, and error flag 
register, and issue a service request, SRQ, if there has 
been an error. To a 10761A Multiplier, however, it 
says take the data being output, multiply it by the 
laser light wavelength corrected for changes in the 
index of refraction of air. and store the result. The X-axis 
counter card was the implied talker and the multi- 
plier and I/O card were the implied listeners. It was 
not necessary to address the counter as a talker or the 
I/O and multiplier as listeners. This saves time and 
circuits at the cost of a slight complication in the in- 
struction set for the system. 



There are four lines on the 10740A backplane that 
are dedicated to particular functions and always 
have the same meaning. Two are nonaddressed com- 
mands and two are status lines. System Reset is the 
command to initialize to some starting condition. 
This command is generated by the interface modules 
during power-up; it can also be sent by the system 
controller. Synchronous Sample is the command to 
take present displacement information and load it 
into output buffers. It is used to get a simultaneous 
sample from all axes. A-Mode is a status code from 
counters and comparators, indicating to the multi- 
plier card whether quarter-wave (\/4) or eighth- 
wave (X/8) resolution is being used in the system. 
System Null is a status code from comparators, in- 
dicating the system has arrived at the required 
destination. 

General-Purpose Counter 

Most systems based on the 10740A Coupler will 
contain one 10760A Counter card for each measure- 
ment axis (the exception is a closed-loop type of sys- 
tem in which the 10762A Comparator card, to be de- 
scribed later, replaces the counter card). The 10760A 
Counter is a general-purpose counter consisting of 
line drivers and receivers, a resolution extender, a 
pulse converter, and a reversible counter (see Fig. 2). 

The line receivers accept two differential RF sig- 
nals, one from the laser source (reference signal), and 
one from the remote receiver (measurement signal), 
and convert them to TTL signals. The input signals 
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are then amplified by the line drivers for use by other 
cards in the system. For example, the reference sig- 
nal must be sent to each counter card and must be 
daisy-chained because the line impedance matching 
requirement and available line driving power do 
not allow parallel connection. The measurement sig- 
nal is also reproduced, and may be used for other sig- 
nal processing, such as differential measurements us- 
ing one measurement signal at the measurement in- 
put and another measurement signal at the reference 
input. 

The resolution extension circuit allows a user to se- 
lect normal resolution of 0.16 fj.m (6 n'm) or extended 
resolution of 0.016 /xm (0.6 /xin) under program con- 
trol. The only drawback of the resolution extender is 
the 1.2-inch-per-second slew rate limitation imposed 
when resolution extension is in use. This is more than 
compensated for by the real-time extension in resolu- 
tion and resulting increase in positioning accuracy. 

After the measurement signal has been resolution 
extended (or not. depending upon program control), 
the measurement and reference signals are con- 
verted to displacement information in the form of up/ 
down pulses, which are fed to a counter. This is done 
by the pulse converter circuit. 

The next functional block on the counter card is a 
28-bit binary counter that counts the up/down 
pulses from the converter to give total displacement 
information. The delay between a position change 
on the measurement axis and a change in the counter 
is on the order of 0.4 microseconds depending on the 
length of cable between the receiver and the counter 
card. 

In addition to these signal processing blocks, the 
counter card also has several control and error func- 
tions. The error circuits constantly monitor the sta- 
tus of the counter and the conditions of the reference 
and measurement signals at the input to the pulse 
converter. If the reference signal is interrupted for 
more than six microseconds a reference error bit is 



Fig. 2. Most systems will contain 
one 10760A General-Purpose 
Counter card for each measure- 
ment axis [up to six) 



set. If the measurement signal is interrupted or be- 
comes invalid because of excessive slew rate, a mea- 
surement error bit is set. The error circuits monitor 
the frequencies of the two signals and set the respec- 
tive error bit if prescribed limits are exceeded. 

The counter status error bit is set whenever the 
counter chain overflows or underflows. This error is 
recoverable, that is, it can be corrected by moving the 
retroreflector in the direction opposite to that which 
caused the overflow or underflow until the condition 
is reversed. Thus no counter information is lost. This 
is not the case for reference or measurement signal er- 
rors. Should one of these occur, the measurement ax- 
is must be returned to some gage point to redefine the 
zero point. 

The control circuits interpret system instructions 
and cause the counter to perform the required opera- 
tion. Test functions are included on the counter card 
to allow the system controller to check the operation 
of the counter chain and error bits, the output buf- 
fer, and the pulse converter clock. 

Binary Multiplier 

The 10761A Binary Multiplier card is designed as 
an optional feature of the laser transducer system. Its 
main purpose is to perform the conversion of uncom- 
pensated fringe (quarter-wave) displacement data 
from the 10760A Counter cards to either metric units 
(in millimetres) or English units (in inches) for 
output to a controller. The multiplier card is not need- 
ed if the system controller can perform this conver- 
sion rapidly enough by itself. 

Fig. 3 is a block diagram of the multiplier card. The 
input buffer accepts and holds data available from 
the coupler backplane. This may be velocity-of-light 
information from a compensation interface card (de- 
scribed later), displacement information from a 
counter card, or any other applicable backplane data. 
The next part of the multiplier is a group of AND gates 
used as data control for the magnitude data stored in 
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Fig. 3. The 10761 A Binary Multiplier is optional. It converts 
uncompensated fringe (quarter-wave) displacement data 
from the 10760A Counters to either millimetres or inches. It is 
not needed if the system controller can perform this conver- 
sion fast enough. 



the input buffer. These gates control the add-shift/ 
shift-only function (multiplication is accomplished 
by repeated shifting and adding). From here the data 
goes to the adder-shifter section of the card. The in- 
puts to the adder are the outputs of the and gates and 
the output of the accumulator. The resulting addi- 
tion is fed back to the inputs of the accumulator, 
which is a 29-bit register. The 29th bit is an overflow 
bit used to indicate that the result of multiplication 
has a magnitude greater than 28 bits. The multiplier 
register is a shift register that can be loaded from the 
accumulator or from a constants ROM (read-only 
memory) which contains all the conversion constants 
for the multiplier. This shift register's least signifi- 
cant bit controls the input buffer and gates. 

Besides the main adder there is a four-bit decimal 
point adder that handles the conversion of the deci- 
mal point code for the appropriate measurement units. 
These circuits are directed by the control logic, 
which interprets backplane instructions and con- 
trols the execution of indicated operations. The con- 
trol logic has a 10-MHz clock, which allows a com- 
plete multiplication in less than five microseconds. 

Instructions recognized by the binary multiplier 
card include reset. English units, metric units, velo- 



city-of-light (VOL) output, counter output, and multi- 
plier output. The VOL output instruction is inter- 
preted by the multiplier card as an input operation. 
The VOL data is loaded into the buffer and then multi- 
plied by the preselected units constant from the 
constants ROM. The product is stored in the shift reg- 
ister for future use. This result represents a compen- 
sated units-conversion number for converting fringe 
displacement data from the counter cards to the 



A Numeric Display Module 



The 10783A Numeric Display provides the laser trans- 
ducer system with digital display of single or multiple-axis dis- 
placement data. It is driven from the Hewlett-Packard Interface 
Bus in either the "Listen Always ' mode or the "Addressable" 
mode. 




nnumm 



On top of the calculator are two 10783A Numeric Displays 
At left is the 10740A Coupler 

Fourteen seven-segment LED indicators with left-hand deci- 
mal points allow ample capacity for displaying more than one 
axis of data. Six axis identifiers (A,B,C.X,Y,Z) are supplied with 
each display module and may be inserted into the specially de- 
signed front panel. As an example, one 10783A can display six 
digits with sign and decimal poinl for the X axis and five digits 
with sign and decimal point for the Y axis, with a space between 
the two numbers. The "X" and "Y" identifiers can be placed in 
the front panel below the appropriate digits 

The characters that can be displayed are the digits 0 to 9, a 
minus sign, the letter E and the decimal point. Front panel indi- 
cators include on light, a light indicating when the 10783A is 
"Addressed" and an overflow light that indicates when more 
than 14 characters have been received. In an overflow condi- 
tion, me 14 least significant digits are displayed. In addition to 
these indicators, there is a lamp test switch for checking all seg- 
ments and indicators not already energized 

Flicker-free output is obtained by employing both input and 
output data storage. The display digits are strobed at a 
constant rate independent of input data transfer rate. 

Ronald C. Jensen 
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preselected unit of measure. 



Compensation Interface 

Changing environmental conditions that result in 
a change in the index of refraction of air cause a 
change in the velocity of light and therefore in the 
wavelength of laser light. Accurate measurements re- 
quire compensation for this effect. 

Model 10755A Compensation Interface card (Fig. 
4) places the required compensation factor on the 
coupler backplane when commanded by the system 
controller. Most coupler-based systems will include 
one compensation interface card. 

The compensation interface gets the compensa- 
tion factor either from the 551 OA Automatic Compen- 
sator, a separate unit, or from the 10756A Manual 
Compensation module, which plugs into the cou- 
pler. The automatic compensator measures the tem- 
perature., pressure, and humidity of air and com- 
putes the index of refraction of air. n. and the compen- 
sation factor, 1/n, which is between 1.0000000 and 
0.9990000 for all earth-type atmospheres. Because 
only the four least-significant digits change, the 
compensator presents only these digits to the com- 
pensation interface card in binary-coded-decimal 
format on sixteen parallel lines. The compensation 
interface converts Lhe data to a form usable by the 
laser transducer system and outputs it to the coupler 
backplane when commanded to do so. 

In typical installations — workshops, laboratories, 
machine shops — the compensation factor can 
change over a period as short as a few minutes. The 
551 OA Automatic Compensator can compute a new 
number as often as twice each second. Where the en- 
vironment is closely controlled, such as in metrology 
labs, the compensation factor changes very little dur- 
ing a day, and the data can be entered instead from a 
10756A Manual Compensation module. This mod- 
ule presents the compensation factor, computed 
from a formula or derived from tables in a handbook, 



to the compensation interface in BCD bit-parallel, 
digit-parallel format identical to that of the 5510A. A 
small cutout in the front panel of the coupler allows 
access to the thumbwheel switches that set the 
number, and an update pushbutton tells lhe compen- 
sation interface that a new number has been entered 
and should now be converted into the proper format 
for the backplane. 

The 10755A Compensation Interface card recog- 
nizes two instructions, output and update. Update 
comes from the coupler backplane, from the manual 
module's pushbutton, during system reset, and after 
each output to the backplane. 

When an update command occurs the interface 
card waits for the completion of the next compensator 
computation cycle. It then presets four BCD down- 
counters with the sixteen bits from the compensator. 
At the same time it presets four binary up-counters 
with a sixteen-bit binary word representing the least 
significant sixteen bits of the binary representation 
of 9990000. The BCD down-counters are then clocked 
down toward zero, and simultaneously the binary up- 
counters are counted up. When the BCD counters 
reach zero, the binary counters hold a binary repre- 
sentation of the lower sixteen bits of a binary repre- 
sentation of the compensation factor. 

Operation with the manual compensation module 
proceeds in similar fashion. 

In addition to compensating for the variable 
speed of light, the use of the compensation factor al- 
lows the operator to correct for thermal expansion of 
the part being measured or worked. All dimensions 
are normally referenced to their values at 68.0°F 
(20.0°C); at higher temperatures they measure longer 
or shorter than this, depending on whether the part 
has a positive or negative coefficient of thermal ex- 
pansion. The 5510A Automatic Compensator has a 
special thermal probe for sensing part temperature. 
The coefficient of thermal expansion is entered on the 
front of the unit through a set of thumbwheel switches. 
The compensator does the required computation 
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automatically and modifies the compensation factor 
accordingly. The same principle can be applied when 
using the 10756A Manual Compensation module. 

A special check mode of the automatic compensator 
causes it to output the measured values of pressure, 
temperature, and humidity. These numbers can be 
placed on the backplane by the compensation inter- 
face, and can be accessed by the system controller for 
setup or system checkout. 

Binary Interface 

Along with the counter cards — one for each 
axis — and the optional multiplier and compensation 
cards, coupler-based systems must contain an input/ 
output card, which acts as the interface to the system 
controller. The I/O card most suitable for a variety of 
computers and digital controllers is the 10746A Bi- 
nary Interface (Fig. 5). 

The binary interface transmits data to the con- 
troller in the form of two 1 (5-bit binary words. There are 
sixteen lines for data output, so all sixteen bits may 
be transmitted in parallel. Alternatively, only eight 
lines may be used and the data sent as four eight-bit 
words. Data from the controller is sent to the inter- 
face card in the same format, using either the same 
lines or a separate set of tri-state buffered lines that 
are turned off during data output from the card. 

Instructions come into the binary I/O card in the 
form of eight-bit words on the same lines as data. 

The transfer of an instruction or data word is con- 
trolled by a command line, which indicates to the I/O 



card that the bit pattern on the input lines is valid in- 
formation, and a flag line, which indicates to the con- 
troller thai the data bits have been accepted. When 
data is transferred to the controller the flag line indi- 
cates valid information and the command line indi- 
cates data accepted, a convention common to many 
I/O structures. 

Because instructions and data share the same 
lines, the I/O structure has two modes of operation, 
called command mode and data mode. In the com- 
mand mode, information from the controller is 
clocked into an instruction register and placed on 
the system backplane as an instruction to all the 
cards in the system, including the binary I/O card. 
The binary I/O card's control logic then interprets the 
instruction from the backplane and performs the re- 
quired operation, if any. Once the instruction is 
clocked into the instruction buffer Ihe controller is 
free to set up the next instruction even though the 
transducer system may not have completed execu- 
tion of die preceding one. This allows operation with 
a fast controller in an interrupt environment. 

There is a 36-bit data register on the binary inter- 
face card: 28 bits are used for binary data, four bits are 
used as a decimal point location buffer, and four bits 
are used as error status buffers. This register has two 
separate tri-state I/O ports, one for backplane input/ 
output, and one for controller input/output. 

When an instruction is received from the back- 
plane to transfer data to or from the controller, the 
control logic switches to the data mode. In the case of 
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data input from the controller, the data register is se- 
quenced by the control logic: so that each time valid 
data is available, that data is clocked into part of the 
data register. If the card has been set (jumper select- 
able) for 16-bit words, the first 16 bits of data are 
loaded into the upper bits of the register with the four 
most significant bits being the decimal point loca- 
tion code. The next 16-bit word is loaded into the re- 
maining half of the data register and the control logic 
immediately switches back to the command mode 
(error status bits cannot be loaded from the con- 
troller). If the card has been set for 8-bit words, the 
first word is placed in the upper portion of the data 
register and again the four most significant bits are the 
decimal point location. Then three more data words 
are accepted and placed in successively lower bit lo- 
cations with the last word in the least significant 
eight bits. The control logic switches immediately 
back to the command mode after the fourth word. 

If data is to be sent to the controller, the sequence is 
the same except that the control logic sequences the 
data register to put data onto the interface lines, most 
significant word first. If an error has been detected, 
the upper four bits (decimal point bits) of the trans- 
mitted data contain all ones to indicate that an error 
is being transmitted and the four status bits replace 
the data in the next four bits. This allows the same se- 
quence to be used for error transmission as for regu- 
lar data transmission. 

A jumper-selectable data-mode-only configuration 

causes the binary interface to ignore commands from 
the controller. It will still transfer data, however, so it 
can be used as an I/O device for some peripheral 
other than the system controller. 



HP-IB Interface 

Model 10745 HP-IB Interface is the appropriate 
laser transducer input/output module for any system 
controller that is compatible with the HP Interface 
Bus. Hewlett-Packard's implementation of IEEE 
Standard 488-1975. a well-documented interface 
system (Hewlett-Packard Journal, January 1975). 
Such controllers include Hewlett-Packard Models 
9815A, 9820A, 9821A, 9825A, and 9830A Calcula- 
tors. HP 2100-Series Computers with the 59310A 
I/O card, or any HP-IB-compatible user-built con- 
troller. Fig. 6 is a block diagram of the HP-IB card. 

The HP-IB card can operate as either a talker or a lis- 
tener on the HP-IB. As a talker, it has two modes of 
operation. First, when addressed to talk, it outputs a 
string of nine ASCII* numeric digits followed by 
ASCII carriage return (CR) and line feed (LF) codes. 
A decimal point, also in ASCII, can occur anywhere 
in the string of digits. 

The HP-IB card's second mode of operation as a 
talker is related to the service request capability and 
the serial poll mode. When an error in the laser trans- 
ducer system is noted by any card, the card involved 
stores the occurrence in a buffer. When that card is in- 
structed to output its data, it also outputs the con- 
tents of its error buffer. This error information is load- 
ed into an error register on the HP-IB card and can on- 
ly be cleared with a reset command. The presence of 
the error condition causes the HP-IB line called SRQ 
to be set true. The controller should be programmed 
so that, when it recognizes this condition, it executes 
a serial poll, that is, it untalks and unlistens every- 
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thing on the bus. then addresses itself to listen and 
sends the universal command SPE (Serial Poll En- 
able). Then it begins polling devices on the HP-IH ca- 
pable of responding to SPE by sequentially address- 
ing them to talk. Responding to serial poll, the HP-IB 
card outputs an eight-bit status byte. The controller 
takes the decimal value of the status byte and ex- 
amines it to see if bit 7. the service request bit, is set 
or not. If it is, bits 1 through 4 are examined to see 
what combination of errors has occurred. The con- 
troller may then send a reset command to clear the 
error register of the HP-IB card. 

As a listener, the HP-IB card receives a four-bit 
wide command and a four-bit wide address and com- 
bines them into an eight-bil wide instruction that 
is sent out over the instruction bus on the backplane 
of the coupler. Each time its address buffer is loaded, 
the HP-IB card sets a backplane line called Instruction 
Valid or insv to the true state to inform cards in the 
coupler to look at this instruction. Whenever INSV is 
true, the HP-IB card will not allow new data to be 
loaded into its command and address buffers. It 
sets the HP-IB line nrfd low whenever insv is 
true and it is addressed to listen. This informs the 
talker on the HP-IB that the HP-IB card is not ready 
for data (NRFD). The controller can. if so programmed, 
unaddress the HP-IB card and service some other 
device on the HP-IB while the laser transducer is 
executing an instruction. This allows maximum use 
of the HP-IB when a fast controller is used. 

There are two algorithmic state machines or ASMs 
on the HP-IB card. They operate essentially indepen- 
dently but because they share some common circuits 



they do not operate simultaneously. One ASM con- 
trols the binary-to-BCD converter and the other con- 
trols the talker function. 

Whenever an output instruction for another card 
occurs on the coupler's instruction bus, the HP-IB 
card takes the binary data, the decimal point position 
code, and the error flags that are put on the backplane 
as a result of the instruction and loads this informa- 
tion into its input data register, its decimal point reg- 
ister, and its error bit register, respectively. Then if 
a conversion instruction occurs, the conversion flip- 
flop is set and a signal is sent to the coupler back- 
plane indicating that the instruction need not be 
held. The output of the conversion flip-flop is logical- 
ly ANUed with a signal from the talker ASM signify- 
ing that it is not presently talking. The result is a quali- 
fier input to the converter-control state machine. 
When this qualifier goes true, the converter-control 
state machine starts through its sequence of clocking 
the binary-to-BCD converter and loading its output 
into a random-access memory. Once started, it pro- 
ceeds on its own until the conversion is complete, at 
which time it clears the conversion flip-flop. 

The binary-to-BCD converter takes the 28-bit bi- 
nary word in the input data register and. each time it 
receives a clock pulse, outputs a four-bit BCD char- 
acter. This conversion takes place least significant 
bit first to most significant bit last. The 28-bit binary 
word translates to a nine-character BCD word and 
therefore it takes nine clock pulses to complete the 
conversion. 

Before clocking the converter each time, the con- 
verter-control ASM checks to see if the RAM address 



Load Data 



Clock 



Command 
Address 



1 >■ 



Instruction 
Decoder 



Start/Stop 



r- 3 



Backplane | INSV ■ 
Handshake j ; 

Synchronous 

Sample 4- 



Control 
Circuits 



Backplane Data Register 



Comparator 




own Counter 



Borrow 



Up/Down 



Output 
A-Quad-B 




INCH/MM 4. 
NOB/EXT 4_ 



Error 



f = Front Edge of Card 

All Others Go to Coupler Backplane 



Backplane 
Error Lines 



Fig. 7. The W763A English! 
Metric Pulse Output card is par- 
ticularly appropriate lor hard- 
wired numerical controllers. One 
is required lor each axis 



14 



© Copr. 1949-1998 Hewlett-Packard Co. 



counter output agrees with the decimal point posi- 
tion code stored in the decimal point register. If it 
does, the converter is not clocked but the RAM ad- 
dress counter is advanced one. This leaves a space in 
the data string tor the decimal point. 

The converter-control ASM is clocked by a two- 
phase clock with a frequency of 3.33 MHz ±20%. 
Thus the time required for a complete conversion of 
the 28-bit parallel binary number to a nine-character 
BCD number with decimal point information is be- 
tween 7 /is and 10.5 (is. The typical value is 8.4 /xs. 
To date, there is no controller that can call for a con- 
version and issue a second command before the con- 
version is finished. But just in case one is built, the 
converter-control ASM and the talker ASM are inter- 
locked so they will not try to operale simultaneously. 
In addition, the HP-IB card will hold up a data 
transfer on the backplane until it finishes converting 
the number. To take the converted data in the RAM 
and transfer it to the controller, all that is necessary is 
for the controller to address itself to listen and the HP- 
IB card to talk, and put the HP-IB into the data mode 
(ATN false). When this happens the talker ASM takes 
the four-bit-wide BCD data in the RAM. adds to it 
three additional bits to make it seven-bit ASCII, and 
outputs it on the HP-IB. The talker ASM monitors the 
NRFD line and the NDAC line on the HP-IB and drives 
the DAV line in accordance with the rules of the HP-IB. 

Fringe-to-lnch/Millimetre Converter Systems 

A third type of interface system, one that is particu- 
larly appropriate for hard-wired numerical con- 
trollers, is based on the 10763 A English/Metric Pulse 
Output card. Such a system must have one 10760A 
Counter card for each axis, one 10763A English/ 
Metric Pulse Output card for each axis, one 10761A 
Multiplier card, and one 10755A Compensation 
Interface card. 

The 10763A becomes the system controller for the 
coupler backplane. It issues instructions to the 
counter, multiplier, and compensation cards, which 
convert the incoming reference and measurement 
signals into compensated displacement information 
in the form of a 28-bit binary number on the back- 
plane. The pulse output card uses this data to gener- 
ate up-down or A-quad-B signals representing total 
change in position. 

The heart of the pulse output card is a 28-bit com- 
parator, which compares the 28 bits of backplane dis- 
placement information with the contents of a 28-bit 
up-down counter (Fig. 7). Should the displacement 
number increase, the comparator enables up counts 
into the up-down counter until its contents are equal 
to the displacement. These up counts (or down 
counts for a negative displacement) each represent 
0.1 micrometre [10 microinches in the case of English 



units). These same count pulses are routed through a 
divide-by-N counter that allows the scaling factor to 
be selected by the user, so that each output pulse can 
represent any even tenth micrometre from 0.1 to 
25.6 /tm (or 10 to 2560 /xin). A quadrature coding cir- 
cuit allows the user to select A-quad-B output coding 
instead of the weighted up and down pulses. The A- 
quad-B output consists of two square waves in quad- 
rature, with up/down information supplied by their 
relative phase: wave A lags wave B for an upward 
displacement and vice versa. 

An algorithmic state machine (ASM) controls the 
internal functions of the card and generates the prop- 
er sequence of backplane instructions: synchronous 
sample; counter card output: multiplier card output: 
and return. If there are two, three, or more axes, the 
multiplier card is shared by the several pulse out- 
put cards, and control of the backplane is transferred 
from one pulse output card to the next in a regular 
sequence that is set during initial configuration. 

A feature of the pulse output card is its ability to 
enter a preset number into the general-purpose 
counter card. This is used to allow for environmental 
compensation of the deadpath of the measurement 
axis. Deadpath is measured during machine instal- 
lation and converted to a code that is entered into 
switches on the pulse output card. During initializa- 
tion, the contents of these switches are preset into the 
up-down counter portion of the pulse output card. At 
the proper time in the initialization sequence, the 
pulse output card sends a count up instruction to its 
assigned counter card. When the pulse output card 
counts down to zero, it stops the counter, which now 
contains the deadpath, measured in quarter-wave 
fringe counts. 

It is necessary to preset the pulse output card to a 
displacement count equivalent to the fringe count 
in the counter. This is easily done by causing the 
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Fig. 8. In closed-loop control systems like this one. the laser 
transducer system receives a destination from the system 
controller and then takes over the task ot moving the object, 
notifying the controller only when the object stops or arrives 
at its destination. 
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counter to output to the multiplier, and the multiplier 
to convert the fringe count to a compensated dead- 
path displacement and output it to the pulse output 
card. The pulse output card clocks this displacement 
into its 28-bit data register, and begins a special up 
count to equalize the up-down counter and the data 
register. During this time no pulses are sent to the 
external controller. When the special up count is com- 
plete a ready line notifies the external controller and 
the normal displacement data transfer begins. Should 
environmental conditions change, the new com- 
pensation factor will operate on both the measured 
displacement and the preset deadpath. This addi- 
tional accuracy can be useful in some installations 
where physical limitations make it impossible to 
reduce the deadpath to the desired absolute 
minimum. 

During each data transfer the pulse output card 
currently in control of the backplane looks at the four 
error lines on the backplane. Should one of these be 
true, an error latch is set and an LED lamp is lighted 
on the pulse output card to show which card has the 
error state and what kind of error it is. A user option 
allows the system to ignore errors on axes not cur- 
rently being used, or to shut down the entire system 
at the first error on any axis in use, or any combina- 
tion. Each pulse output card has an ERKOR status line 
brought out to the front of the card; these may be 
looked at individually for each axis or wire-ORed 
together. A backplane reset resets the error latch. 

The pulse output card also allows the user to select 
slow or fast maximum output pulse rate, and normal 



or extended resolution (x6 or xio) for each axis 
individually. 

Because each axis does a complete data input to 
pulse output cycle in approximately 1 1 microseconds 
(33 /xs for a three-axis system) the output pulses are 
a real-time measure of the displacement. 

Comparator Systems 

A special case of laser transducer applications oc- 
curs in certain closed-loop systems, such as that 
shown in Fig. 8. The system controller sends the 
laser transducer system a digital representation of 
the destination of the object under control. The trans- 
ducer system then takes over the task of measuring 
the object's position on a real-time basis, comparing 
it with the desired position, and controlling the drive 
motor. The controller is notified when the object ar- 
rives at the destination, or when it stops for any reason. 

In systems like this. Model 10762 A Comparator 
cards, one for each axis, replace the general-purpose 
counter cards described earlier. A binary multiplier 
card, a compensation interface card, and an binary I/O 
card complete the electronics package in the 10740A 
Coupler. Also required for each axis are an external 
digital-to-analog converter and a pulse converter 
or user-defined encoder. 

Fig. 9 is a block diagram of the comparator card. 
The heart of the comparator is a 28-bit parallel sub- 
tracter with a built-in null decoder for the upper 24 
bits. This circuit receives from the I/O card and stores 
a 28-bit digital representation of the object's destina- 
tion along one axis. It also receives and stores a four- 
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System Example: Calculator/Laser 
Controlled Measuring Machine 



As an example of a complete electronics package ior a laser 
transducer system, consider the following selection lor the 
laser-controlled measuring machine pictured in Fig. 1 , page 3. 

For a three-axis measuring machine used for checking the di- 
mensions of parts the system selected might be: 

■ One 9820A Calculator as a controller and data handler 

■ Three 10783A Numeric Displays lo display displacement in- 
formation along the X-axis, the Y-axis, and the 2-axis 

■ One 10745A HP-IB I/O card to get instructions into the sys- 
tem from the controller and to get displacement data and 
error information back out to the controller tor distribution 
to the displays. 

■ Three 10760A General-Purpose Counters to measure the 
displacement along the three axes 

■ One 10755A Compensation Interface with either a 551 OA 
Automatic Compensator or a 10756A Manual Compensator 
plug-in for velocity-of-hght compensation. 

■ One 10761 A Multiplier required to convert fringe count into 
displacement measured in inches or millimetres 

■ One 10740A Coupler with power supplies. 

A system similar to this has been built in the laboratory The 
9820A program includes preset capability and complete error 
sensing and identification routines with printout of errors. The 
update rate is quite adequate tor measuring machine applica- 
tions. Since the slowest unit in the system is the 9820A Calcula- 
tor, the advent of faster calculators in the future can only make 
the system run faster and more efficiently In the short term, if 
high speed is needed, the 9820A could be replaced by an HP 
21MX or a 2100 Computer In this case the 10745A HP-IB I/O 
card might also be replaced with a 10746A Binary I/O card, 
which is more suited to the binary language used in computers. 
The 10746A can handle either 8-bit or 16-bit words while the 
10745A is restricted to 8-bil words. A system would require half 
the number of I/O cycles using the 16-bit word to accomplish 
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data transfer and would therefore run faster and more closely 
match the internal architecture of 16-bit machines. 

The block diagram here has been simplified to show only one 
axis. A typical 9820A program to measure the distance be- 
tween two holes on a part would be as follows: 

0: DISP'GO TO GAGE".STP| - 

1: CMD"?U)","0O2V|- 

2: DISP'PROBE TO HOLE 1";STP|- 

3: CMD"?U)","1X2XM30".'"?I5 '.RED13,A| - 

4: DISP'PROBE TO HOLE 2";STP|- 

5: CMD'">U) '."1X2XM30"."?I5' ;RED13,B| - 

6: B-A->C;FMT FXD1 1.6:CMD"?U1";WRT13,C| - 

7: ENDl- 



bit tolerance code representing the degree of preci- 
sion required in positioning the object. 

The act of loading the tolerance register and the 
destination register causes the digital output to be 
forced to a null or zero difference regardless of the ac- 
tual difference. This prevents the servo stage from 
taking off in some uncontrolled manner as soon as 
the destination register of the first comparator is load- 
ed, and allows time for the comparators associated 
with the other axes to be loaded before allowing the 
system to move. However, this does not prevent the 
subtracter from working. As soon as the destination 
register is loaded, the comparator card begins to cal- 
culate the difference between the contents of a 
28-bit wide up/down counter and the contents of the 
destination register. The difference appears at the in- 
put of the output-driver/null-decoders. 

To start the system moving, either a synchronous 
sample command or an addressed sample instruc- 
tion can be given. In addition to taking the present 
contents of the up/down counter and loading it into 



the comparator's output buffer, these commands re- 
lease the forced null that was applied to the null de- 
coder when the destination register was loaded. The 
digital difference in two's complement form then ap- 
pears at the output of the comparator and is sent to 
the external digital-to-analog converter. 

Under the influence of the drive voltage from the D- 
to-A converter the object begins to move toward 
the desired location. This movement is sensed by the 
laser transducer and translated by the pulse con- 
verter into up or down pulses. Fed into the compara- 
tor, these pulses cause the contents of the up/down 
counter to change in a direction that brings it closer 
to the value stored in the destination register. As this 
happens the digital difference between the desired lo- 
cation and the actual position is continuously fed out 
to the D-to-A converter to drive the object closer to 
the desired location. When the upper 24 bits of the 
up/down counter agree with the upper 24 bits of the 
destination register, the output of a four-bit com- 
parator comparing the lower four bits of the dif- 
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ference output to the four-bit tolerance in the toler- 
ance register is examined. When the difference out- 
put is within the tolerance a null signal is issued both 
to the outside world and to the coupler backplane. 
This null is wire-ANDed on the backplane with the 
same output from other comparators. This system 
null goes true only when all axes in the system have 
achieved their desired locations within their indi- 
vidual tolerances. 

HP Computer Interface 

An alternative to all of the systems described 
above is possible when the system controller is an HP 
computer. 

Model 10741A Laser Transducer Interface is de- 
signed specifically to provide fast data transfer from 
5501 A Laser Transducer Systems to Hewlett-Pack- 



ard 2100 Series Computers. Consisting of a circuit 
board that plugs directly into a computer input/out- 
put slot (no coupler is required), this interface is a par- 
ticularly convenient and inexpensive means of laser 
transducer output. One board is required for each ax- 
is of measurement. 

As with other output accessories, the 10741A 
Laser Transducer Interface receives the reference 
and measurement signals from the laser head and the 
10780A Receiver, respectively; it also can accept 
some diagnostic information at the input connector. 
The two radio-frequency signals are directed to a 
dual-output mixer to generate up/down pulses, 
which are in turn recorded in a reversible counter. 
The accumulated count is then transferred to the 
computer, and the computer has the ability to reset 
the counter. S 
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Using a Programmable Calculator 
as a Data Communications Terminal 



A discussion of the data communications capabilities 
of the HP 9830 A Calculator, with examples of 
real-life applications. 

by James E. Carlson and Ronald L. Stickle 



BY ADDING AN INTERFACE cable and plugging 
in a pair of special read-only memories, the user 
of an HP 9830A BASIC-Language Programmable Cal- 
culator can convert his machine to a versatile data 
communications terminal. The calculator can be a 
time-sharing terminal with the ability to exchange 
programs and data with a timesharing computer, 
can act as a binary synchronous remote batch termi- 
nal to a remote computer, and can communicate with 
another calculator or terminal. 

Intelligent Terminal? 

A question frequently asked is. "Is the 9830A an in- 
telligent terminal?" Probably the best answer is. 
"No, it's an intelligent calculator that has data com- 
munications capability." Most intelligent terminals 
might be better described as preprogrammed termi- 
nals for specific applications. Typically, the intelli- 
gent terminal may be used to enter data from key- 
board to storage based on a form, or to emulate the 
functions of popular hardwired terminals, the most 
prominent being the IBM 2780. Although the 9830A 
Calculator can emulate the IBM 2780 and can be used 
to enter data based on a form, this is not its primary 
function. It performs best as a stand-alone processor 
that has data communications capability. 

Although designed as a stand-alone machine, the 
9830A has several capabilities that allow it to be con- 
veniently converted to a terminal. These include al- 
phanumeric character manipulation (strings), a 
general input/output structure, 4,000 to 16,000 bytes 
of expandable buffer memory, and a page-width, 
high-speed printer. For timesharing applications, its 
typewriter-like keyboard is easier to use than one on 
which the letters and numbers are arranged in an- 
other format. For remote batch, the calculator mass 
memory allows efficient use of the communication 
link and provides ample storage for input and output 



data. The 9830A's program language is BASIC, 
which is well known to users of timesharing sys- 
tems. 

Another feature that aids the 9830A in its role as a 
terminal is a set of 20 user-definable keys, called spe- 
cial function keys, that are available to store often- 
used sequences like telephone numbers or user sign- 
on codes. Only a single keystroke is needed to dial a 
telephone number, to send a user code, or to perform 
an entire sign-on sequence including dialing. 

Data Communications Options 

When Hewlett-Packard first introduced the 
9830A, the intent was to fill a gap between program- 
mable calculators and computers. The 9830A is 
designed as a stand-alone computing system that is 
compact, inexpensive, and easy to use. Options are 
provided by plug-in read-only memory (ROM) 
blocks. 

A terminal ROM, one of the first ROMs intro- 
duced, gave the calculator its original capability to 
act as a timesharing terminal. With the terminal 
ROM the calculator acted like a teleprinter. Programs 
could be prepared off-line and edited in the calcula- 
tor memory, and programs could be received into 
memory from a timesharing system. 

However, users were not satisfied simply to emu- 
late a teleprinter. Requests were received for a mode 
that would allow blocks of data to be sent to a computer 
automatically. Also, the calculator was growing as a 
small computing system. The addition of a disc with 
a maximum capacity of 4.8 million bytes, a hopper- 
fed card reader, and a medium-speed line printer 
meant that more and more data could be handled. 
The need arose to move locally collected information 
to a larger computer, or to input data from a larger da- 
ta base to a local data base at the calculator. 

To satisfy these needs, a more powerful modem/ 
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Fig. 1. Model 11 284 A Modem 
and Autodialer Interlace and 
three plug-in data communica- 
tions ROMs convert Model 9830A 
Calculator to a data communica- 
tions terminal. Depending on the 
ROMs installed, the calculator can 
act as a timesharing terminal or 
as a remote batch terminal. 



autodialer interface was designed, along with three 
plug-in data communications ROM blocks (Fig. l). 
The Interface Control ROM (Data Comm. 1) must be 
installed for any data communications application. 
To convert the calculator to a remote batch terminal, 
the Binary Synchronous ROM (Data Comm. 2) is also 
needed. For timesharing applications, the Interactive 
ROM (Data Comm. 3} is used along with the Inter- 
face Control ROM. 

Timesharing Terminal 

The Interactive ROM converts the calculator into a 
timesharing terminal. It does this by taking control of 
the keyboard operating system. Normally, when a 
key is pressed, a character is displayed. Adding the 
Interactive ROM puts the modem interface into the 
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Interface 



TRANSMIT 
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Fig. 2. With the Interactive ROM (Data Comm 3) installed, 
received characters go directly to the calculator's display. 
When a carriage return character is received, the line is trans- 
ferred to the printer and the display is cleared. Characters to 
be sent are typed into the display and sent by pressing the 
special function key labeled transmit. At bottom is the special 
function key template for the Interactive ROM. 



keyboard loop. Now the calculator waits for key- 
strokes from either the keyboard or the timesharing 
modem and displays this information on the LED dis- 
play. A full display buffer (80 characters) or a carriage 
return causes the information to be printed on the cal- 
culator printer. 

A special function key. labeled TRANSMIT on the 
template shown in Fig. 2. is programmed by the 
ROM to send characters typed into the display. Two 
other special function keys emulate the teleprinter 
SHIFT and CONTROL keys to generate control charac- 
ters that may be required by a timeshared computer to 
sign on. for editing, to break, or to end input sequences. 

Unlike standard teleprinter or CRT-based terminals 
that use paper tape or tape cassette to send programs, 
the calculator memory is used to send and receive 
programs. Instead of being prepared on paper tape, 
programs are entered directly into the calculator 
memory and edited line by line or character by char- 
acter using the powerful editing features of the 
9830A Calculator. Programs do not have to be in 
9830A-compatible BASIC because the calculator syn- 
tax checking is bypassed bv the ROM. For example, 
FORTRAN, COBOL, or lines of text can be entered 
and edited. Once the program has been prepared, it 
may be stored on tape or disc as if it were a program 
for the calculator. To send the program to a com- 
puter, it is simply listed to the modem as if it were be- 
ing listed on the printer. To receive programs to the 
calculator memory, a listing is requested from the 
computer. This is normally done by sending a LIST or 
similar command. To route the program to memorv 
instead of the printer, the user sends LIST from the dis- 
play by pressing the special function key labeled 
SAVE. 

The calculator memory limits the size of programs 
that can be sent or received to about 15,000 to 16,000 
characters. Programs longer than this can be sent or 
received by dividing them into segments that will fit 
in the memory and doing partial listings. Or. pro- 
grams may be sent and received using 9830A peri- 
pheral storage if the computer system has the capabi- 
lity to accept one line at a time and send an x-ON or 



20 



© Copr. 1949-1998 Hewlett-Packard Co. 



10 DIM AS | 255J , BS i 200 1 . CS { 2 0 0 1 , US (200 


,ES |200| ,FS|200| 


20 OIK XS j 1 1 ,Y5 1 1 1 , Z5 1 1 1 




10 EOT 74 




40 "WRITE 1 1 .ASCI "VES" , 1 5, 




$0 TREAD* 1, ASCIAS.PS.CS, DS.tS 
60 END 


Program Notes 


TO X-19 




SO OOTPDT (YS.UOIXt 


Lines 10 through 30 reserve slor 


90 X-10 


age lor data and set the end ot 


100 OUTPUT IZ5.) Xi 
110 X-94 


transmission character that will 


120 OUTPUT |XS,130lXi 


end the RFAC- in line 50 


130 FORMAT R 

MO SCALE 0,9999, •9999,9994 


in une 40 a *ES <s sent to (he 


MO I-POSIAS.-PLTL") 


compuier to siaM the program at 


UO AS-ASt 1*4 | 


the HP 2000 to send ihe data Re- 


170 CO SUB 3)0 

IRQ IF X3--I THE* 240 


ceived information is input toy the 


190 IF NOT XB THEN 210 


i RE AO m line 50 lo a 1055 


200 PEN 


character butter 


210 PLOT XI, X2 


The program Irom line 70 >s con- 


220 PRINT X1.X2.XH 


230 GOTO 170 


tinued when o" 'me to search the 


240 AS | LEN1AS I *1 1 "B5 
250 BS-CS 
360 CS-OS 


airings U 1 □aid. i'lrr A dl-U I 


values ano do the plotting Lines 


270 DJ-ES 


70 through 1 30 put special control 


■ 

290 IF LEN(AS)*0 THEN 3:0 
30 0 GOTO 170 


cna'aciers inio *». <j .or late' 


use m searching as 


310 PEN 


XS ■ X ON 


320 END 

330 IF LEN|A5X5 THEN 460 


¥5 - Lme *"»ed 


33* X8-POSIAS,Z5> 


ZS = Control S 


340 IP NOT XB THEN 4*0 




350 X9-POSIASIXH) , " ")*X»-1 




360 IF NOT X* THE \ • 1 




370 IF X9-XB ' 1 THEN *1 1) 




390 AS-ASIX9I 




391 X0-2 




401 AS IPOS IAS ,YS 1 |-AS |POS»AS,lfS| * 3 1 




4 02 AS |POS(AS.rS) 1 »A5 1 POS 1 AS ,YS ) '3 I 




410 GUTO 350 




420 Xl-VALIAS|XI*1,X9I 1 




410 AS'AS 1X9*1 | 




440 X9-X9-XB-I 




4 50 GUTO 500 




460 XI— I 




470 IF UNIBSIIU THEN 490 




4B0 AS*" 




490 RETURN 




500 X2-VALIASI 




510 AS-AS|X9-1 | 




520 XA-POSIAS.XS) 




530 XB-IXB-lt 




540 IF NOT POS(AS,XSl AN !■ NOT POSiAS.rSJ THEN 460 


550 XB-0 




560 RETURN 





similar prompt to ask for the next line. In this case, a 
BASIC program can be written for the calculator to 
take program lines input from the keyboard and store 
them as data on tape cassette. Then the tape is read 
and the program sent to the computer by another 
BASIC program (or a subroutine), with the calculator 
listening for the prompts. 

Because the controlling software that enables the 
9830A to act as a timesharing terminal is in ROM, the 
calculator can run local BASIC programs while 
on-line with a computer. Since the modem interface 
can be treated like any other peripheral, a local program 
in the calculator can interact with a user program at a 
timesharing system. This opens a new range of appli- 
cations in which locally collected data is sent to a pro- 
gram at the computer. Data from the computer may 
also be sent to a BASIC program at the calculator. The 
latter capability has been used to plot data points re- 
ceived from a computer on a calculator plotter. Time- 
sharing users often want to plot information received 
from the timeshared computer. This is not always 
possible because the computer system may not have 
the proper plotter software driver. The 9830A, with 
its plotter peripheral, can be used to receive and plot 
data from a computer whether or not the computer 
has a plotter driver. 

The accounting department at HP's Loveland. 
Colorado Division uses a 9830A Calculator with the 
9862A Plotter to generate several local financial re- 
ports. The calculator is also used as a timesharing ter- 
minal to access programs and data on an HP 2000 
Computer System in Palo Alto. California. To plot da- 
ta received from the HP 2000, the program shown in 
Fig. 3 is used. The receiver portion of the program is 
quite simple. It sends a command to the computer to 
start sending the information to be plotted. Then the 
TREAD instruction puts the calculator in a receive 
mode to read data into a series of strings until a "<" 
character is detected (this is determined by EOT 74 in 
line 30). When the information has been received, 
the user signs off from the computer using the calcu- 
lator as a teleprinter-like terminal. To plot the data a 
c.ONT 70 is executed. The remainder of the program 
contains a search algorithm to examine the series of 
string variables and plot the X and Y data points. The 
program could be enhanced by adding a subroutine 
at the end to label the axes from the calculator. 

Another example of a 9830A serving as a terminal 
is in the calculator manufacturing systems area at 
HP's Loveland facility. Here a 9830A Calculator with 
mass memory communicates with an in-house HP 
3000 Computer to transfer master scheduling data 
from the 9830A's disc drive to a 9-track magnetic 
tape at the HP 3000. In this case, no telephone lines 
or modems are used. Instead, the calculator is wired 
directly to a multiplexer port of the computer. 



Fig. 3. A BASIC-language program lor a 9830A Calculator 
used as a timesharing terminal to plot data received Irom an 
HP 2000 Timeshared Computer System. 

The portion of the program shown in Fig. 4 sets up 
the calculator as a terminal, signs on to the computer, 
and then calls the FCOPY routine to copy master sche- 
dule files onto the tape. Earlier in the program, the 
9830A set up the files on the mass memory in the 
proper format for the magnetic tape. When the data 
transfer is complete, the 9830A performs a program- 
controlled sign-off from the computer and beeps 
three times (GOSUB 290 in line 2420). 

The previous method of doing this same job re- 
quired a substantial amount of keypunching to put 
the printed output of the 9830A master scheduling 
program on cards for input to the HP parts allocat- 
ing system on an IBM 370 computer. Now, the 9830A 
data is put on 9-track tape via the HP 3000, and the 
tape is carried to the IBM 370. Eventually, the system 
will be used to return data from the HP 3000 to the 
9830A's disc drive. 

The 9830A can also operate as a terminal to non-HP 
timesharing systems. One current application in- 
volves sending information digitized from contour 
maps to a computer, which merges this information 
with other inputs to plan where and how deep to 
mine for coal. In another application, data collected 
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1000 G»-"" 

1010 OUTPUT (GSM. II .'I 

1020 GOTO 1040 

1030 XSIXI-XS|X«1| 

1040 X-POS I XS.GS) 

1050 IP X THEN 1010 

1060 WRITE fs, 9701X5. 10, 10 

1070 RETURN 



Program Notes 

The subroutine m lines 1000 
through 1070 tinds a carriage >e 
turn m the received data butfe' »s 
and prmls Ihe information lollop- 
ing this carnage return 

Pno' lo line 2000. hie BASIC pro- 
gram has taken information in one 
lormat on mass memory and con- 
vened it to 'he formal lor ihe hp 
3000 (ape 



2000 IP XS4"YC5" THEN 1970 
2010 L-13 

2020 SYSTEM 1. 24 00. » . NUNE.ASX 1 .Po 
2030 EOT 21 
2040 HR [TE (1,970)L. 
2050 TREAD( l.ASCIXS 
2040 WRITE 11,9 701-HFXI.O EAGLE • PROD" L , 
2070 TREADI l.ASCIXS 
2080 GOSUB 1000 
2090 WRITE (1.970J 'r"L, 
2100 TREADf l.ASCIXS 
2110 WRITE fl,970)"r"L, 
2120 TREAD( l.ASCIXS 

2130 WRITE (1.970CPILE TAPE; DC V-TAPE i REC— 39, 1 ,A5C1 l"L, 

2140 TREADI l.ASCIXS 

2150 IP NOT P05(XS,":"I THEN 2130 

3160 WRITE 11.9701 "RUN FCOpy . PUB. ST5"L, 

2170 TREADI l.ASCIXS 

2180 IP NOT P05(XS,"PILE COPIER"! THEN 2160 

2190 WRITE (S.'I'GOTO 3000 CONSOLE. MOUNT THE TAPE."LIN1 

2200 WRITE (S, • I "PRESS: CONSOLE I NTE RPUPT" L 1N2 "TTPE THE «EPLT"L1N2 

2210 GOSUB 290 

2220 WRITE 1 1 .9701 "PROM- ?TO— TAPE"L. 
3230 TREADf l.ASCIXS 

2240 IP POS(XS,"ANSWEF TES"I THFN 2290 
2250 WRITE ll.970)"EXIT"L. 
2260 TREADI 1 ,ASC)XS 
3270 IP NOT POS(XS.":"l THEN 2250 
2280 GOTO 2120 
2290 WRITE II.970)"rES"L, 
2300 TREADf I .ASCIXS 
2310 PEAD 12,1 
2120 READ 42iXS 
2330 WRITE ll,9701XS.L. 
2340 TREADI l.ASCIGS 
2350 IP XSI'lEOD" THEN 2320 
2360 WRITE IS.970IGS.10.10 
2 370 EOT 15 

2380 WRITE 11,970) "BYE'L, 
2390 TREADf l.ASCIXS 
2400 TREADf l.ASCIGS 

2410 IP POSfXJ.-XNOHN CCMMAKC'-I US PUS ICS , ■ UNOWN COMMAND" I THEN 2180 
242u GOSUB 290 

2430 DISP "SELECT AN ' OUTPUT ' KEV" 
2440 END 



Lines 20 10 through 21 JO perform 
Ihe necessary sign-on lo ihe com- 
puter Lines2130lhrougn2360sei 
up ihe computer to accept the 
data and loute ii to tape as well as 
informing Ihe 9830 Operator 10 
inouni the tape 

S'gn-olf occurs by the progtam in 
lines 2370 irvough ?420 GOSUB 
290 causes me calculator to 
beep inlomimg ihe operator thai 
ihe daia transfer is complete 



Fig. 4. A BASIC-language program to send data from the 
9830A calculator's disc drive to a 9-track magnetic tape drive 
at a remote HP 3000 Computer System. 

from several digital voltmeters controlled by the cal- 
culator is normalized and forwarded lo a central com- 
puter from a remote test site. 

Remote Batch Terminal 

Transferring data asynchronously as in the pre- 
vious examples is usually successful only when the 
amount of information communicated is small or 
when a direct line connection is provided, as in the 
HP 3000 example. Sending data without any means 
of error checking and recovery is usually not success- 
ful when there is noise on the line or when accidental 
disconnects occur. In such cases the calculator may 
continue to listen to a dead line, or a complete data 
transfer may be aborted and have to be restarted. 
Where large amounts of data must be transferred, a 
means of providing for transmission error detection 
and recovery is required. Also, communication will 
be more economical if a higher data transfer rate is 
available. For the 9830A Calculator, error checking 
and higher speeds are achieved by the remote batch 
terminal configuration. 

With ROM and BASIC-language software, the 
9830A can emulate an IBM 2780 Remote Batch Ter- 



minal. The emulation takes place on two levels. Oper- 
ations defined for binary synchronous protocol are 
performed by the Binary Synchronous ROM. These 
include a CRC-16 checksum algorithm, code conver- 
sion, insertion of the necessary sync and other con- 
trol characters, and aulomatic responses to a block re- 
ceived correctly or in error. Functions related specifi- 
cally to the 2780 terminal are incorporated in a 
BASIC-language program. These include setting 
up a 400-character buffer, record delimiters, the op- 
tion to suppress spaces, and the general operations 
of the terminal. 

Other parameters can be modified in the BASIC 
program to tailor the calculator terminal to an appli- 
cation. A 132-column line printer can be substituted 
for Ihe 80-column printer, or the 80-column printer 
can be used with characters beyond 80 continued on 
a second line. Input can be from a card reader, key- 
board, tape cassette, or disc storage. Output can go to 
a printer, tape cassette, or disc. The BASIC program 
employs special function keys with the template 
shown in Fig. 5 to select the operation to be per- 
formed. The block diagrams in Fig. 6 illustrate the 
flow of information through the calculator. 

The special function key approach allows the user 
lo operate the 9830A batch terminal in a logical man- 
ner. For example, to build a job for the computer, the 
user presses the cards to STORAGE key. This allows 
him to type card images from the keyboard onto tape 
cassette or disc. When the input is complete, he 
presses the SIGN-ON key and calls the computer. The 
SICN-ON key is programmed lo send a card for an IBM 
system of the form: 

/"SIGNON REMOTE 20 

The remote number 20 is keyed in at the calculator by 
the user. The 9830A will print a message I SIGNED ON 
when the computer acknowledges the sign-on card. 
At this point, the user can press modem TO LIST or 
MODEM TO STORAGE to receive information from the 
computer. To send the job that was prepared off- 




Fig. 5. Special function key template tor the Binary Syn- 
chronous ROM (Data Comm. 2). which converts the 9830A 
Calculator to a remote batch terminal. 



22 



© Copr. 1949-1998 Hewlett-Packard Co. 




Fig. 6. 98304 batch terminal on-line operations Special 
function keys cause information to be transferred in various 
ways. 

line, the user can press STORAGE TO MODEM to send 
code from the 9830A storage media to the com- 
puter. 

Other functions that can be performed by the 
9830A Batch Terminal include: 

■ Off-line listing of 9830A storage files or cards 
(CARDS TO LIST, STORAGE TO LIST) 

■ Send cards to computer (CARDS TO MODEM) 

■ Send a one-card command keyed in by the user 
(COMMAND) 

■ Send a HASP sign-off card (sicnoff) 

In addition, the editing programs can modify files 
in 9830A storage that have been built by using the 
CARDS-TO-STORAGE mode. 

Applications of the 9830A as a remote batch ter- 
minal usually employ the calculator as part-time ter- 
minal, part-time programmable calculator. BAS1C- 
language applications programs in areas such as ac- 
counting, engineering, statistics, medicine, and edu- 
cation are available for the calculator. When a partic- 
ular user's application exceeds the capacity of (he 
calculator, die problem is transferred to a computer 
using the calculator as a remote job entry terminal. 
Another typical application includes transmitting 
data files collected locally to a larger data base on a 
computer. Or. data stored on a computer system may 
be transferred to the calcu lator for analysis or local re- 
port generation. 

The only real limitation of the calculator as a ter- 
minal is that it cannot act as a multi-point terminal in 
an interactive mode. It must be connected via a point- 
to-point link using binary synchronous communica- 
tion procedures. Data transfer occurs on a file-by-file 
basis rather than the inquiry and response mode asso- 
ciated with timesharing systems. However, the calcu- 
lator can collect data either directly keyed in by an 
operator, or input from instrumentation, cards, or 
paper tape, or digitized from drawings. Later, under 



program control, it can initiate a call lo a computer or 
be called by a computer to transmit the data. 

In the calculator products laboratory at the HP 
Loveland Division, a 9830A calculator tied into a 
mass memory system with three other calculators is 
used as a remote job entry station. Jobs, consisting of 
the control cards for an IBM computer and ALGOL- 
language programs, are put on mass memory files as 
card images directly from the 9830A keyboard. The 
"cards" are then sent via telephone lines to an IBM 
computer near Boulder, Colorado, where the ALGOL 
programs are run. The resulting output is then re- 
trieved via the calculator directly to another mass 
memory file. The job output can be printed or saved 
for future reference. 

The BASIC-language emulation program can be 
revised to include preprocessing and postprocess- 
ing at the 9830A. Preprocessing might include col- 
lecting and organizing information into a format re- 
quired by an applications program at the computer. 
As a postprocessor, the calculator might generate lo- 
cally formatted reports based on raw data received 
and stored. 

One example of post-processing with the calcula- 
tor used as a batch terminal is numerical control (NC) 
tape preparation by a midwest-based manufacturer. 
Programs written in the APT (Automatic Program- 
ming of Tools) language and )CL (Job Control Lan- 
guage) are stored as card images on a tape cassette. 
This is done directly from the calculator keyboard 
under control of a BASIC-language program. The 
BASIC program not only allows generation of the 
card images but also editing, including deleting or in- 
serting cards. When the tape cassette is ready, the cal- 
culator signs on to the company's IBM computer to 
send the card images. Output from the APT proces- 
sor is a listing with job statistics and EIA data for an 
NC control tape. The job statistics are routed to the 
printer; but the F.IA data is put on tape cassette and 
later used off-line to generate the final punched tape 
on the calculator's peripheral tape punch. Further 
post-processing includes reading the tape via a 
peripheral tape reader and verifying the NC program 
by plotting the NC machine movements on the cal- 
culator's X-Y plotter. 



Calculator to Calculator 

Calculator-to-calculator communication provides 
the widest range of options. Full-precision data ar- 
rays can be transferred from one machine to another 
at rates up to 9.600 bits/second in either asynchro- 
nous or synchronous mode. BASIC programs can be 
transferred from the memory of one machine to the 
other, and for asynchronous rates up lo 1 .800 bits/sec- 
ond, one calculator can remotely control another. 
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Programs can be loaded, run, or stopped and periph- 
erals can be activated. If, for example, a calculator 
is connected to a disc containing several programs, a 
user at another calculator can call up and access pro- 
grams from the disc via the first calculator. For data 
transmission where error immunity is required, two 
calculators can be configured as two remote batch ter- 
minals using binary synchronous communication 
procedures. 

Calculator-to-calculator communication can be 
employed simply to move data from one machine to 
another. In a typical system, a calculator interfaced 
to a blood analyzer in one clinical laboratory collects 
data on blood samples and stores this information on 
disc files. Another clinical laboratory 40 miles away 
performs the same data collection onto tape cas- 



settes. This data is also forwarded via 300 bit/second 
acoustic couplers to the disc files at the first calcula- 
tor. Thus, the calculator disc is used as a local data 
base for the two laboratories. 
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